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We welcome the comments of Dr. Paz and Dr. Shinfeld
to our article entitled ‘Safety and efficacy of a device to
narrow the coronary sinus for the treatment of refractory
angina: A single-centre real-world experience’ [1].
We agree with them that the Beck-II [2] procedure has
little in common with the coronary sinus reducer as the
first is a surgical operation while the second is a percuta-
neous intervention. However, the concept of narrowing the
coronary sinus is similar and this is what we believe makes
the two procedures conceptually comparable (interestingly
both procedures aim at a residual lumen diameter in the
coronary sinus around 3 mm).
We are also pleased to read the personal experience of the
colleagues with the coronary sinus reducer. Specifically the
possible physio-pathological explanation of the mechanism
by which the coronary sinus reducer can exert its function
(neovascularisation) is appealing. We only regret we do not
have the possibility to read the original data of their preclin-
ical studies as we could not find any pertinent publication
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